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ASSAY DESCRIPTION 

 

A protein serine/threonine kinase (STK) is an enzyme that phosphorylates the OH group of serine or threonine. 

It is an important enzyme concerned in the signal transduction pathway which controls cell proliferation, 

differentiation and carcinogenesis. The non-radioactive Serine/Threonine Protein Kinase Assay Kit (STK Assay 

Kit) provides a safe, rapid and reliable method for the screening of inhibitors or activators of STKs and for 

quantitating the activity in purified or partially purified enzyme preparations containing a single STK. 

 

The STK Assay Kit is based on a solid phase enzyme-linked immuno-absorbent assay (ELISA) that utilizes a 

specific synthetic peptide as a substrate for STK and a polyclonal antibody that recognizes the phosphorylated 

form of the substrate. The assay is designed for the analysis of STK activity in the solution phase.  

 

In the assay, the substrate, which is readily phosphorylated by a wide range of STKs, is pre-coated onto the 

wells of the provided Substrate Microtiter Plate. The samples to be assayed are added to the appropriate wells, 

followed by the addition of ATP to initiate the reaction. The kinase reaction is terminated and a Phosphospecific 

Substrate Antibody, which binds specifically to the phosphorylated peptide substrate, is added to the wells. The 

phosphospecific antibody is subsequently bound by a peroxidase conjugated secondary antibody. The assay is 

developed with tetramethylbenzidine substrate (TMB) and a color develops in proportion to STK 

phosphotransferase activity. The color development is stopped with an acid stop solution and the intensity of 

the color is measured in a microplate reader at 450 nm.  
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ASSAY APPLICATION 

1. Detecting the kinase activity of a purified STK or partially purified enzyme containing a single STK 

2. Screening of inhibitors or activators of STKs 

 

The STKs listed below have been tested applicable for the assay (Table 1). Other STKs that are not listed may 

also be used. 

 

ASSAY PROCEDURE SUMMARY 

 

1. Bring to room temperature: Substrate Microtiter Plate, Antibody Dilution Buffer, Kinase Assay 

Dilution Buffer, TMB Substrate and Stop Solution.  

2. Add 60 µL samples to appropriate wells of the Substrate Microtiter Plate.  

3. Initiate reaction by adding 10 µL of diluted ATP to each well.  

4. Incubate for 30 minutes at 37°C.  

5. Stop reaction by emptying contents of each well.  

6. Wash wells ONCE with 300 µL 1X Wash Buffer.  

7. Add 60 µL of Phosphospecific Substrate Antibody to each well, except the blank.  

8. Incubate at room temperature for 60 minutes.  

9. Wash wells 4 times with 300 µL 1X Wash Buffer.  

10. Add 60 µL of diluted Anti-Rabbit IgG:HRP Conjugate to each well.  

11. Incubate at room temperature for 30 minutes.  

12. Wash wells 4 times with 300 µL 1X Wash Buffer.  

13. Add 60 µL of TMB Substrate to each well.  

14. Incubate at room temperature for 15-30 minutes. Incubation time should be determined by the 

investigator according to color development.  

15. Add 60 µL of Stop Solution to each well.  

16. Measure absorbance at 450 nm.  

 

PRECAUTIONS:  

 

FOR RESEARCH USE ONLY. NOT FOR USE IN DIAGNOSTIC PROCEDURES.  

• The activity of the Anti-Rabbit IgG: HRP Conjugate (Part# ICP0248-5) is affected by nucleophiles such as 

azide, cyanide and hydroxylamine.  

Please read the complete kit insert before performing this assay.  
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Table 1. STK* activity tested by the STK Assay Kit 

No. Kinase Activity No. Kinase Activity No. Kinase Activity 

1 AKT1 +++++ 32 CLK2 +++++ 63 PKAc beta +++++ 

2 AKT2 +++++ 33 CLK3 +++ 64 PKAc gamma +++++ 

3 AKT3 +++++ 34 CLK4 +++ 65 PKAc mu +++++ 

4 AMPK (A1/B1/G1) +++++ 35 DAPK1 ++++ 66 PKAc nu +++++ 

5 AMPK (A1/B1/G2) +++++ 36 DAPK2 ++++ 67 PKAc zeta +++++ 

6 AMPK (A1/B1/G3) ++++ 37 DAPK3 ++ 68 PKD2 ++++ 

7 AMPK (A1/B2/G1) +++++ 38 DCAMKL2 ++ 69 PKN2/PRK2 ++++ 

8 AMPK (A1/B2/G2) +++++ 39 ERK5 ++++ 70 PLK3 +++ 

9 AMPK (A1/B2/G3) +++++ 40 KSR2 +++++ 71 PLK4 (SAK) +++ 

10 AMPK (A2/B1/G1) +++++ 41 MAK ++++ 72 PRKG1 +++++ 

11 AMPK (A2/B1/G2) +++++ 42 MAPKAPK2 +++++ 73 PRKG2 ++++ 

12 AMPK (A2/B1/G3) +++++ 43 MAPKAPK3 ++++ 74 PRKX +++++ 

13 AMPK (A2/B2/G1) +++++ 44 MAPKAPK5 +++ 75 RIPK3 ++++ 

14 AMPK (A2/B2/G2) ++++ 45 MARK1 +++ 76 RSK1 +++++ 

15 AMPK (A2/B2/G3) ++++ 46 MARK2 ++++ 77 RSK2 ++++ 

16 AURORA A +++++ 47 MARK3 ++++ 78 RSK3 ++++ 

17 AURORA B ++++ 48 MARK4 ++ 79 RSK4 +++ 

18 AURORA C ++++ 49 MELK ++++ 80 SBK1 +++++ 

19 BMPR2 +++ 50 MLK1 +++ 81 SGK +++ 

20 CAMK1 beta ++++ 51 MNK1 ++++ 82 SGK2 +++++ 

21 CAMK1 delta ++ 52 MNK2 ++++ 83 SIK ++++ 

22 CAMK1 gamma ++ 53 MSK1 +++++ 84 SIK3 ++++ 

23 CAMK2 alpha ++ 54 MYLK2 +++ 85 STK39 (STLK3) ++++ 

24 CAMK2 beta ++++ 55 Nuak2 (SNARK) ++++ 86 TBK1 +++ 

25 CAMK2 delta ++ 56 p70S6K +++ 87 TSSK1B ++++ 

26 CAMK4 ++++ 57 p70S6Kb +++ 88 TSSK2 +++++ 

27 CDK6/CyclinD3 ++++ 58 PAK3 ++++ 89 ULK1 +++ 

28 CDK7/CyclinH1/MNAT1 ++++ 59 PIM1 ++ 90 ULK2 +++ 

29 CHK1 +++++ 60 PIM2 ++++ 91 ULK3 ++++ 

30 CHK2 ++++ 61 PIM3 ++ 92 WNK1 ++ 

31 CLK1 +++++ 62 PKAc alpha +++++       

* All the tested kinases were from SignalChem 
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KIT COMPONENTS:  

 

The STK Assay Kit contains the following components in sufficient quantities for one 96-well plate. 

 

Item # Part #  COMPONENT  SIZE  DESCRIPTION  

1 ICP0248-1 
Substrate 

Microtiter Plate  

96-well 

plate  

12x8 removable strips and frame; 

pre-coated plate with substrate peptide for 

STK  

2 ICP0248-2 
Kinase Assay 

Dilution Buffer  
15 mL  

Buffer for the dilution of ATP, standard and 

samples  

3 ICP0248-3 

Phosphospecific 

Substrate 

Antibody  

6.5 mL  
Rabbit polyclonal antibody specific for 

phosphorylated substrate  

4 ICP0248-4 
Antibody Dilution 

Buffer  
10 mL  

Buffer for the dilution of Anti-Rabbit IgG: 

HRP Conjugate  

5 ICP0248-5 
Anti-Rabbit IgG: 

HRP Conjugate  
15 µL  

1 mg/mL solution of horseradish peroxidase 

conjugated goat anti-rabbit IgG containing 

0.05% ProClin as a preservative  

6 ICP0248-6 ATP  1 mg  Adenosine triphosphate  

7 ICP0248-7 20X Wash Buffer  20 mL  
Concentrated solution of buffer and 

surfactant  

8 ICP0248-8 TMB Substrate  6.5 mL   Stabilized tetramethylbenzidine substrate  

9 ICP0248-9 Stop Solution  6.5 mL  Acid solution to stop color reaction  

 

STORAGE OF MATERIALS  

• The kit’s expiry date is 6 months from the date of shipping.  

• All reagents are stable as supplied at 4°C until the kit’s expiry date. 

• Unused wells of the Substrate Microtiter Plate should be resealed with the desiccant in the foil pouch 

provided and stored at 4°C until the kit’s expiry date.  

Any remaining diluted ATP can be stored at -20°C for up to 6 months or until the kit’s expiry date, whichever is 
earlier. 
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MATERIALS REQUIRED BUT NOT PROVIDED  

 

• Active STK: STKs must be stored at -70°C. If assaying on separate occasions, once thawed, the kinase 

may be aliquoted into smaller portions, stored at -70°C and subsequently thawed only once. Refrozen 

aliquots may result in a reduction in kinase activity.  

• Deionized or distilled water  

• Disposable pipette tips  

• Precision pipettes capable of accurately delivering volumes between 1 µL and 1,000 µL  

• Squirt bottle, manifold dispenser, or automated microtiter plate washer  

• Beakers for diluting reagents  

• Graduated cylinders  

• Absorbent paper 

• Microtiter plate reader capable of measuring absorbance at 450 nm  

• Adhesive plate sealers 

 

RECOMMENDATIONS PRIOR TO USING ASSAY  

 

Each STK shows different activity against the substrate (Table 1). Therefore, before performing the kinase assay, 

it is strongly recommended that an initial experiment be performed to determine the appropriate dilution of 

the active kinase and reaction time to carry out subsequent studies. 

 

• Perform a time course using various kinase concentrations, including a no-enzyme blank, to confirm a 

linear response of the kinase with respect to phosphorylation.  

 

Select a reaction time and kinase concentration from the results obtained. This will provide a sufficient 
window of phosphorylation to yield statistically reliable results. For inhibitor/activator screening, the kinase 
concentration that gives 80% of the maximum signal is recommended. 
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REAGENT PREPARATION  

 

NOTE: All reagents should be freshly prepared prior to use.  

NOTE: The preparation of the reagents is based on using the complete 1 X 96 well assay, unless otherwise noted. 

If only a portion of the microtiter plate is to be used, please store all components as previously described (see 

“STORAGE OF MATERIALS” on page 4).  

 

1. TEMPERATURE OF REAGENTS  

Bring the following reagents to room temperature prior to use:  

• Substrate Microtiter Plate (Part# ICP0248-1)  

• Kinase Assay Dilution Buffer (Part# ICP0248-2)  

• Antibody Dilution Buffer (Part# ICP0248-4)  

• 20X Wash Buffer (Part# ICP0248-7)  

• TMB Substrate (Part# ICP0248-8)  

• Stop Solution (Part# ICP0248-9)  

 

2. PREPARATION OF ACTIVE STK CONTROL  

NOTE: Active STK are sensitive to temperature variations and freeze/thaw cycles. Thaw kinases on ice.  

 

a. The active STK is intended to be used as a positive control and can be serially diluted in Kinase Assay 

Dilution Buffer to a final volume of 60 µL. Keep preparations on ice.  

b. 60 µL of Kinase Assay Dilution Buffer (with no kinase) can be used as the assay blank.  

 

3. ATP (Part# ICP0248-6)  

a. Centrifuge the vial before removing the cap to ensure maximum product recovery.  

b. Reconstitute the ATP with 2 mL of Kinase Assay Dilution Buffer.  

c. Mix gently by inversion.  

d. Reagent is now ready to be used in the ASSAY PROCEDURE (see page 8).  

e. Any remaining diluted ATP can be stored at -20°C for up to 6 months or until the kit’s expiry date, 

whichever is earlier.  
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4. ANTI-RABBIT IgG: HRP CONJUGATE (Part# ICP0248-5)  

a. Centrifuge the vial before removing the cap to ensure maximum product recovery.  

b. Dilute the Anti-Rabbit IgG:HRP Conjugate to 1 µg/mL (1:1000) with Antibody Dilution Buffer. A 

minimum of 6 mL of working solution is required for 96-wells (60 µL/well). If only using a portion of the 

plate, dilute only what is needed for the number of wells used.  

c. Mix gently by inversion.  

d. Reagent is now ready to be used in the ASSAY PROCEDURE (see page 8).  

e. Do not re-use or store any remaining diluted Anti-Rabbit IgG:HRP Conjugate.  

 

5. WASH BUFFER (Part# ICP0248-7) 

a. Bring the 20X Wash Buffer to room temperature and swirl gently to dissolve any crystals that may have 

formed during storage.  

b. Dilute the 30 mL of 20X Wash Buffer with 570 mL of deionized or distilled water. Once diluted, the 1X 

Wash Buffer is stable at room temperature for up to 4 weeks. For longer term storage, the 1X Wash 

Buffer should be stored at 4°C.  

 

SAMPLE PREPARATION  

 

1. PREPARATION OF STK SAMPLE SOLUTION  

NOTE: Crude enzyme preparations may contain more than one kinase that could phosphorylate the substrate, 

therefore they are not recommended for the STK Assay Kit. Purified or partially purified kinase preparations 

containing a single STK are applicable for the assay kit.  

Partially Purified Sample Preparation  

a. Select desired column and buffers for the STK purification.   

b. Load sample and run desired purification protocol.  

c. If necessary, dilute fractionated sample accordingly in Kinase Assay Dilution Buffer.  

NOTE: It is suggested that the fractionated sample be serially diluted (i.e. start with 60 µL and dilute 1:2, etc. or 

use 10, 15, 20, 30 and 60 µL of the fractionated sample. Remember the final volume should be adjusted to 60 µL 

as this is what the reaction calls for per well).  

NOTE: There is no general purification method for STKs. Literatures need to be referred to for each specific STK.  
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2. FOR INHIBITOR OR ACTIVATOR SCREENING  

a. Dilute the inhibitor or activator appropriately. It is recommended that the diluent by itself be used as a 

negative control.  

b. Incubate the STK in the presence of the inhibitor prior to initiating the kinase reaction  

 

NOTE: The reaction time should be pre-determined by the investigator prior to use in the assay as outlined in the 

RECOMMENDATIONS PRIOR TO USING THE ASSAY section on page 5. The kinase concentration that gives 80% 

of the maximum signal is recommended. 

 

ASSAY PROCEDURE 

1. PREPARATION OF SUBSTRATE MICROTITER PLATE  

a. Determine the number of wells to be used. If less than 96 pre-coated microtiter wells are needed, 

remove the excess wells from the frame and return them to the foil pouch. Reseal the pouch containing 

the unused wells with the desiccant and store at 4°C.  

 

2. ADDITION OF STANDARDS AND SAMPLES  

a. Add 60 μL of each of the following to appropriate wells:  

• Purified Active STK (previously prepared, see page 6)  

• Samples (previously prepared, see page 6-7)  

• Blank (Kinase Assay Dilution Buffer with no kinase)  

• Negative Control (Inhibitor/Activator Diluent with no inhibitor or activator) (use for inhibitor or 

activator screening studies)  

b. Initiate reaction by adding 10 µL of diluted ATP (previously diluted, see page 6) to each well, except the 

blank. To avoid cross contamination, change pipette tips for each well.  

c. Cover wells with an adhesive plate sealer or plastic wrap and incubate at 37°C for 30-60 minutes, 

preferably with gentle shaking.  

 

NOTE: It is recommended that the experiment use the predetermined time point generated during the 

initial experiment as outlined in the RECOMMENDATIONS PRIOR TO USING THE ASSAY SECTION on 

page 5.  

d. Stop reaction by emptying contents of each well. Invert the plate and carefully pat dry on clean paper 

towels.  
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3. WASHING  

a. Remove liquid from all wells.  

b. Add 300 μL of 1X Wash Buffer to all wells, using a multi-channel pipette, manifold dispenser, automated 

microplate washer, or a squirt bottle. (To reduce background, it may be necessary to soak the wells for 

30-60 seconds between each wash).  

c. Remove liquid from all wells. Repeat the removing and washing 3 more times with 1X Wash Buffer for a 

total of 4 washes.  

d. After the 4th wash, remove the liquid from all wells. Invert the plate and carefully pat dry on clean paper 

towels.  

 

4. ADDITION OF PHOSPHOSPECIFIC SUBSTRATE ANTIBODY  

a. Add 60 μL of the Phosphospecific Substrate Antibody to each well, including the blank.  

b. Cover wells with a fresh adhesive plate sealer (or plastic wrap) and incubate at room temperature for 60 

minutes, preferably with gentle shaking.  

c. Wash plate as described in Step 3.  

 

5. ADDITION OF ANTI-RABBIT IgG: HRP CONJUGATE (previously diluted, see page 7)  

a. Add 60 μL of the previously diluted Anti-Rabbit IgG:HRP Conjugate to each well, including the blank.  

b. Cover wells with a fresh adhesive plate sealer (or plastic wrap) and incubate at room temperature for 30 

minutes, preferably with gentle shaking.  

c. Wash plate as described in Step 3.  
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6. ADDITION OF TMB SUBSTRATE AND ACID STOP SOLUTION  

a. Add 60 μL of the TMB Substrate to each well.  

b. Incubate the plate at room temperature for 15-30 minutes (incubation time should be monitored by the 

investigator according to color development).  

c. Add 60 µL of the Stop Solution to each well in the same order that the TMB Substrate was added.  

 

7. MEASURING ABSORBANCE 

a. Set up the microplate reader according to the manufacturer's instructions.  

b. Set wavelength at 450 nm.  

c. Measure the absorbance. 

 

EXAMPLE OF STK ACTIVITY ASSAY  

 

The graph below illustrates results using purified active STKs. Varying quantities of purified active STKs were 

added the Substrate Mictotiter Plate and incubated for 30 minutes at 37°C. Activity was detected as described 

in the Assay Procedure. The data represented below is an example only and should not be used to calculate 

actual assay results. 
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LIMITATIONS OF THE ASSAY  

• Amendments to the protocol can compromise the performance of this assay.  

• The components in each kit lot number have been quality assured and warranted in this specific 

combination only; please do not mix them with components from other kit lot numbers. 
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